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light scattering. The new scanning in situ spectroscopy platform samples broadband reflectance from a 150!m diameter spot over a 1cm 2 field using a dark field geometry and telecentric lens; the system was designed to balance sensitivity to stromal and epithelial distributions, while sufficiently imaging the inherent diversity within a diagnosis. The diagnostic performance of this new imaging system was tested in 29 tissues procured during breast conservative surgery. Nearly 300,000 broadband spectra were parameterized using light scattering models and spatially dependent spectra signatures were interpreted using co-occurrence matrix representation of image texture. Local scattering changes distinguished benign from malignant pathologies with 94% accuracy, 85% sensitivity, 100% specificity, and 100% positive & 90% negative predictive value, using a threshold-based classifier. Texture and shape features offered unique information about scattering ultra-structures, and suggest a potential contrast mechanism for ductal carcinoma in situ. Images of localized scattering readily identify benign and malignant pathologies in resected specimens and offer new spectral-spatial signatures of clinically relevant breast pathologies.
Introduction
Diagnostic sensing of cancer-involved tissues during breast conserving surgery is clinically needed to aid surgeons in achieving complete resection at the time of primary excision. Breast conserving therapy, which includes local tumor excision and radiation therapy, is the standard of care for patients with early invasive breast cancers and for patients with advanced disease whose tumor burden is successfully reduced with neo-adjuvant therapy; it is equally safe and effective as mastectomy when surgical margins are clear of residual disease. Margin assessment is routinely performed post-operatively by histological processing; resulting in a 20-40% re-excision rate and the added risks, cost and psychological effects associated with secondary surgery. The work achieved in year two of this Depart of Defense Pre-doctoral Traineeship Award focused on translation of the prototype system tested in year one of funding to the clinical setting. A new, scanning beam spectroscopy platform was developed and tested to dramatically improved image acquisition speed of localized light scattering. The new scanning in situ spectroscopy platform samples broadband reflectance from a 150!m diameter spot over a 1cm 2 field using a dark field geometry and telecentric lens; the system was designed to balance sensitivity to stromal and epithelial distributions, while sufficiently imaging the inherent diversity within a diagnosis. The diagnostic performance of this new imaging system was tested in 29 tissues procured during breast conservative surgery. Nearly 300,000 broadband spectra were parameterized using light scattering models and spatially dependent spectra signatures were interpreted using cooccurrence matrix representation of image texture. Local scattering changes distinguished benign from malignant pathologies with 94% accuracy, 85% sensitivity, 100% specificity, and 100%
positive & 90% negative predictive value, using a threshold-based classifier. Texture and shape features were important to optimally discriminate benign from malignant tissues, including pixelto-pixel correlation, contrast and homogeneity, and the shape features of fractal dimension and Surgical breast tissues, both lumpectomy and biopsy specimens, were imaged with a custombuilt, scanning-beam spectroscopy platform. A schematic of the system is presented in Figure 1 and is described elsewhere in the literature [1].
Figure 1 Schematic of the scanning in situ spectroscopy platform
In brief, the imaging system employs dark-field illumination and locally detects broadband spectra (450:700nm) at 150µm lateral resolution over a 1cm2 field-of-view (FOV). A broadband, telecentric, f-theta lens with a scanning mirror is used to rapidly pass the illumination beam across the tissue surface without mechanically translating the specimen or imaging system. Each tissue sample is mounted on a glass plate above the optical assembly and dense spectral imaging is performed in a non-contact and inverted geometry. Non-contact sampling avoids reflectance profile changes induced by probe contact pressure, a significant artifact quantified by Ti [2] . Measurement time per sample is substantially improved, as compared to DAQ with our static-beam prototype (12 minutes as compared to 1hr Dark field illumination efficiently rejects specular light from the detection path and the scan lens yields normal illumination over the full FOV and illumination bandwidth. However, it also reduces the initial source intensity by nearly 50%, consequently a broadband super continuum laser (SuperK Blue, NKT Photonics, Denmark) operating at 10-12% power was used to generate sufficient signal from breast tissues with 1msec exposure times. Light from the source was coupled into a 200µm multi-mode fiber, slightly increasing the effective illumination volume reported in our initial, static beam prototype [3] (coupling the laser to smaller fibers increased speckle noise). Light scattered from a 150µm diameter spot size overlapping the illumination spot size was collimated back by the telecentric lens de-scanned and focused onto a 50µm
detection fiber coupled to a CCD-based spectrometer. The focal length of the detection lens was chosen to have a lateral magnification of 0.5 so that the 50µm fiber detects light scattered within a 100µm diameter spot size on the sample plane. Signal localization limited detection to weakly scattered photons by obstructing multiply scattered light and the probability of absorption [4] . The advantage of this design is natural separation of absorption and scattering, which are quite convolved even in mesoscopic sampling volumes, although the signal only originates from the tissue surface. Measurements of tissue-simulating phantoms have demonstrated system low sensitivity to changes in hemoglobin absorption below concentrations of 60µM; hemoglobin is the dominant tissue chromophore encountered in the visible portion of the light spectrum, and is unlikely to exceed 60µM in excised breast tissues [5] .
Localization of the illumination-detection sampling volumes combined with the typical values of absorption encountered in tissue, limits detection to short-pathlength photons, which are primarily influenced by scatter (pathlengths are too short to allow for appreciable absorption). This localization simplifies spectral parameterization in a complex transport regime that is neither diffuse nor single scattering, but highly sensitive to the wavelength-dependent phase function [6] .
Reflectance spectra in the waveband that avoids hemoglobin peaks (610:700nm) behave with a power law dependence (on wavelength); and an empirical approximation to Mie theory was used to described the relative reflectance spectrum,
, in this waveband [7] .
Reflectance spectra acquired from clinically relevant breast pathologies are displayed in an inset of Figure 1 . Their linear spectral shape justifies application of this simple approximation
Here, parameters ! A and ! b are defined as the scattering amplitude and scattering power, respectively. These quantities reflect variations in the size and number density of scattering centers in the volume of tissue probed, which occur on sub-micron and even sub-nanometer length scales [8] [9] [10] . The data-model fitting was log transformed and linear regression was employed to obtain estimates of the scattering amplitude and scattering power relative to Spectralon through direct matrix inversion. Additionally, a measure of average irradiance was calculated by integrating the reflectance spectrum over a waveband that avoids the hemoglobin absorption peaks (610-700 nm).
In this HIPAA-compliant, prospective study, approved by the Institutional Review Board for the protection of human subjects, written informed consent was not required for participants, although an information sheet regarding the study was provided with an opt-out provision. Fresh tissue procured during breast conserving surgery or surgical biopsy was obtained directly from the Department of Pathology at DHMC from patients who did not decline this use of their tissue.
Specimen imaging did not affect procedure time in the operating room or the content and verification of the final pathology report. Tissues were imaged within one hour of resection and returned to pathology for standard histological processing. An effort was made to image larger lumpectomy specimens, typical of the tissue volumes encountered during surgery. In the case of inked lumpectomy specimens, the three-dimensional tissue volume was loafed (standard pathology protocol) and one face of one slice of tissue was imaged in a region unaffected by ink.
In some cases, tissues were cut from the larger specimen. Figure ( 2) illustrates the protocol developed for co-registration of the imaged field with histology from the large, fresh tissue sections: a thin, paraffin window bounding the image field was placed between the tissue surface and glass plate to locate the imaged field in an inverted geometry. When the paraffin windowed tissue was removed from the optical assembly, pins dipped in India ink were placed at the corners of the imaged field to secure the specimen to a piece of cork and mark the imaged portion of the sample with black circles. The tissue-cork assembly was placed tissue-side down in 10%-formalin and fixed with the inked pins in place. After fixation, the pins were removed and the tissue was paraffin-embedded and stained with Hematoxylin and Eosin (H&E). Circumscribed pin marks with inked borders were clearly evident on the H&E stained sections, so that pathology correlates could be determined within areas bound by the pin markers. Figure (3) illustrates co-registration of scattering parameter maps with pathology for a benign, in situ and invasive cancer diagnosis.
! Figure 3 Spectroscopic scattering maps co-registered with pathology for key diagnostic classes.
The optical system samples mesoscopic tissue volumes; therefore, microscopic segmentation of glandular, stromal and adipose regions was not attempted within the imaged field. The 1cm 2 -imaged field was assigned a microscopic diagnosis between pin markers according to pathologist interpretation (WA Wells). While breast lesions are heterogeneous at the cellular level, the illumination-detection volume was designed to strike a balance between sensitivity to cellular ultra-structure and imaging tissue fields relevant to surgical margin assessment. Image artifacts ! Laughney Annual Report were automatically detected; pixels with low signal-to-background or detector saturation, which occurred when insufficient contact existed between tissue and the glass plate, were removed from the image field. Specimens from a total of 32 patients were imaged with five excluded from the study -three because of insufficient contact between the tissue sample and the glass plate and two were confounded by chemotherapy treatment prior to surgery. Following automatic artifact removal, a total of 299,029 spectra were sampled from 32 FOVs in specimens acquired from 27 patients -demographics of sampled tissues and corresponding scattering parameters are detailed in Table (1) . The dataset represents a significantly larger number of broadband spectra than those reported in probe-based classification studies [11] . Box plots of spectral parameters showed distributions as a function of diagnosis and facilitated initial comparison of group medians. Discrimination was assessed between benign and malignant pathologies and between the benign pathological sub-types, normal, fibrocystic disease and fibroadenomas, and the invasive pathology sub-types, DCIS and invasive cancer. Parameter mean and standard deviation per diagnosis and per 1cm 2 FOV were calculated to quantify heterogeneity in breast tissue optical properties per patient for a given diagnosis. One-way analysis of variance was employed to assess whether parameters were drawn from a population with the same sample mean. This evaluation was followed by a paired, two-sample t-test to determine which diagnostic groups were differentiable. The Behrens-Fisher null hypothesis tested whether parameters extracted from paired diagnostic groups were drawn from independent, normal distributions with equal means, but not necessarily equal variance.
Variance was not assumed to be equal between diagnostic groups based on the group box plots.
For all calculations, the null hypothesis was rejected with !=0.05.
Box plots of the region-averaged scattering slope and integrated irradiance as a function of diagnosis are illustrated in Figure 4 ; the mean and standard deviation per diagnosis are listed in The intra-patient scattering response was expectedly heterogeneous, but imaging-pathology correlates revealed that this variation had a spatial pattern that reflected the organization of glandular structures, stroma and adipose compartments. Features averaged over a 1cm 2 FOV accounted for the inherent biological variations at this sampling resolution and a natural separation between benign and malignant pathologies emerged. Higher scattering slopes were typical of benign, as compared to in situ and invasive pathologies. This finding is consistent with literature reports of an overall decrease in the reduced scattering coefficient at all wavelengths associated with benign relative to malignant tissues [12] [13] [14] . Histology showed the invasive cancer extreme with high scattering slope (indicated by the green star in Figure 4 (a) had dense stromal content, typical of normal tissues, perhaps explaining its outlier behavior. In this and previous studies, fibroadenomas were observed to have a high scattering power, but low integrated intensity [15] . Together, these parameters rendered fibroadenomas readily distinguishable.
Task 2. Develop an automated classification algorithm to provide real-time, un-biased interpretation of scatter images for improved evaluation of breast surgical margins.
Receiver operator characteristic (ROC) analysis assessed the performance of threshold-based classification of benign and malignant pathologies according to regional scattering power as a function of the number of spectra averaged per region defined by a bin size (length of each square, averaged region). This approach is advantageous as compared to the k-NN classifier reported in initial work with the prototype system because it is unsupervised, meaning it does not An understanding of signal variance relevant to morphological features within a given pathology at the detection resolution is critical to the development of spectroscopic tools for tissue diagnosis; otherwise sampling artifacts can misinform a diagnosis. The system employed here shows spatial patterns in scattering that reflect morphological features that inform pathology.
ROC analysis in Figure 5 compared diagnosis of benign and malignant pathologies according to the region-averaged scattering slope as a function of region size. Region size spanned single spectra, a 100!m 2 detection spot size, to the spectroscopic image, a 1cm 2 surface area. The performance curve suggests local spectra sampled with a 1mm 2 area characterize morphological variations observed in typical breast pathologies at this resolution and renders a robust diagnosis according to scattering features. Discrimination between benign and malignant pathologies according to 1cm 2 region-averaged scattering power was achieved with 94% accuracy, 85% sensitivity, 100% specificity, 100% positive predictive value and 90% negative predictive value.
When a diagnosis was rendered on a per-spectrum basis, classification was achieved with 73% accuracy, 64% sensitivity, 80% specificity, 68% positive predictive value and 77% negative predictive value; highlighting the importance of sufficiently sampling inherent biological variance at the given sampling resolution.
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Task 3. Enhance the diagnostic utility of our system by investigating the micro-optical properties of breast tissue.
Textural features were explored to better understand spatial patterns in spectral light scattering from stromal and epithelial distributions. Here, a co-occurrence matrix representation was used to interpret the spatial distributions of intensities resulting from dependencies between scattering spectra (i.e., the textural features in parametric-spectral space). Examples of texture maps and corresponding pathology for benign, in situ and invasive cancer are presented in Figure 6 .
! Figure 6 Textural images associated with normal (row 1), DCIS (row 3) and invasive cancer (row 5) pathologies: maps of spectroscopic textural contrast (column 1), textural correlation (column 2), and textural homogeneity (column 3) are shown. Column 4 includes the corresponding histology for the image sets with pin marks indicated by blue arrows.
The first column shows a map of the texture contrast for tissues with increasing diagnostic severity. Texture contrast is uniform and low for normal tissues, and tends to increase in its intensity and disorder for in situ carcinomas To generalize, diagnostic trends observed in shape features, benign pathologies have a positive
Euler number (more homogeneous) and invasive pathologies have a negative Euler number due to their local spatial variance. The high spatial variance characterizing malignant pathologies is also manifest in its fractal dimension, which approaches two (suggesting greater turbidity). Pairwise discrimination between normal and invasive pathologies, normal and DCIS pathologies, and invasive and DCIS pathologies, are evaluated according to region-averaged spectral and textural parameters; their respective Pearson's correlation coefficients are presented in Table 2 . Investigation of the micro-optical properties of breast tissue using second harmonic generation (SHG) microscopy and scanning electron microscopy (SEM) was not pursued as initially planned, largely because how these properties would relate to scattering parameters specific to our imaging geometry was not clear. Further, the scattering spectrum was observed to be relatively featureless, necessarily limiting unique information obtained from its spectrum, regardless of increased transport model complexity.
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Key Research Accomplishments
• A new, scanning in situ spectroscopy platform that selectively samples the spectrum of nearsingle event light scattering over a 1cm 2 FOV was developed for reduced imaged acquisition time (DAQ reduced by 85% as compared to the initial prototype system).
• Localized spectroscopic images of resected breast tissues were analyzed to characterize the spatially dependent spectral signatures of clinically relevant breast pathologies in 29 surgical breast tissues.
• Local scattering changes detected over the 1cm 2 field of view discerned benign from malignant pathologies with 94% accuracy, 85% sensitivity, 100% specificity, and positive and negative predictive values of 100% and 90%, respectively, using a simple, threshold-based classifier.
• Spectroscopic texture features were explored to encode key morphological patterns with diagnostic power; texture features suggest a unique contrast mechanism for DCIS.
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Conclusions
In this study, spectroscopic images of resected breast tissues were analyzed to characterize the spatially dependent spectral signatures of clinically relevant breast pathologies. Images were acquired using a scanning in situ spectroscopy platform that rapidly samples the spectrum of near-single event light scattering over a 1cm 2 FOV, significantly decoupling the effects of absorption from scattering and allowing linear interpretation of the resulting spectra. Spatially, the intra-specimen scattering response was expectedly heterogeneous, but imaging accounted for this morphological diversity and improved region-based diagnosis. Analysis of performance curves as a function of region size revealed that spectroscopic measures within a 1mm 2 area sufficiently characterized the morphological variance typical of breast pathologies at this sampling resolution and rendered a robust diagnosis according to scattering features. Local scattering changes detected over the 1cm 2 field of view discerned benign from malignant pathologies with 94% accuracy, 85% sensitivity, 100% specificity, and positive and negative predictive values of 100% and 90%, respectively, using a simple, threshold-based classifier. The texture features of correlation, contrast and homogeneity, and the shape features of fractal dimension and Euler number, significantly discriminated benign from malignant pathologies, indicating that scattering variation encodes key morphological patterns with diagnostic power. In a limited patient data set, texture features identified ductal carcinoma in situ within 95% confidence limits, suggesting potential contrast mechanisms for this clinically important, yet challenging pathology to detect intra-operatively. The system was designed to strike a balance between sensitivity to cellular morphology and imaging fields that account for inherent diversity within a diagnosis for eventual use as a diagnostic adjunct during surgery.
